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This report describes a study of techniques for detecting surface 
contamination (particularly silicones) on epo)^ painted and unpainted metal 
surfaces. Two techniques prove to be successful for the detection of sili- 
cones: photoelectron emission (PEE) and ellipsometry. The most successful 
technique is PEE, and this report deals primarily with PEE. Panels were 
deliberately contaminated to controlled levels, then mapped with PEE to reveal 
the areas (and level) that were contaminated. The panels were then tested 
with respect to adhesion properties by tw methods. Tape was bonded over the 
contaminated and uncontaminated (control) regions and the peel force was 
measured, or the contaminated panels were bonded (with CPR 483 foam) i'' uncon- 
taminated panels and made into lap shear specimens. Other panels were bonded 
and made into wedge specimens for hydrothermal stress endurance tests. The 
study was highly successful in that strong adhesion resulted if the PEE signal 
fell within an acceptance window, but was poor outside the acceptance window. 

A prototype instrument is being prepared, which can automatically be scanned 
over the external liquid hydrogen tank and identify those regions that are 
contaminated and will cause bond degradation. The instrument can also be used 
as a handheld tool for small parts. 


1 

C/2644A/cb 


Rockwell International 

Science Center 
SC5252.8FR 


I, INTRODUCTION 


1. The Problem 

Figures 1 and 2 show flow diagrams for preparing the external liquid 
hydrogen tank (ET) and liquid oxygen tank, respectively. The tanks are first 
surface treated according to Table 1. After surface treatment, the 
A1 2219-T87 skin of the ET 1s painted with Desota 513-707 green epo>y primer 
to 1 mil thick. A newer formulation that contains more corrosion Inhibiting 
dichromates Is 515-346. The solid rocket booster (SRB) Is first painted with 
Bostik #463-6-3 green epo;^ primer to 1 mil, then with Bostik #443-3-1 gloss 
white epojo' topcoat from 1.0 to 1.8 mils thick and sanded lightly to break the 
gloss. The tanks are then sprayed with polyurethane foam to thermally 
Insulate them, 


Table 1 

Surface Treatment Presently Used for Preparing the 
SRB and ET for Painting (for ET, delete Steps 6 and 7) 



Step 

Material 

Cone. 

(oz/gal) 

Time 

(min) 

Temp 

("F) 

1. 

Degrease 

MEK 



RT 

2. 

Alkaline Clean 

Turco 4215 

1.25-2.50 

10 

150-170 

3. 

Rinse 

Water 



RT 

4. 

Deoxidize 

Turco Smut Go-1 

14-18 

10-15 

RT 

5. 

Rinse 

Water 



RT 

6. 

Chromate Conversion 
(Mil-C-5541) 

Irldite 14-1 
Water 

0.75-1.25 

0.5-4 

RT 

7. 

Rinse 

Water 



RT 


Difficulties have arisen with respect to adhesion of the foam to the 
paint. It Is suspected that during application of the ablative tiles, some of 
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the silicone components contaminate parts of the painted surface and thus 
degrade adhesion between the paint and the foam. The present remec(y is to 
manually clean the ii/itire tank with Scotch bright pads and TMC solvent. If 
the areas that are contaminated could be detected, they could be cleaned and 
there would be no need to clean the rest of the tank. This would result in 
considerable savings and might reduce the possibility of inadvertent contam- 
ination in areas that are alreac(y clean. 


The problem addressed in this project is to develop nondestructive 
inspection techniques that will identify contaminated areas. To do this, two 
things are required: first, a surface technique that can detect the contamina 
tion must be found, and second, the level of contamination that significantly 
degrades the adhesion must be determined to establish that the instrument 
sensitivity is adequate. 


2. The Approach 

On a previous pf*oject^»^ it was discovered that contamination could 
be detected by our different surface techniques, ellipsometry, photoelectron 
emission (PEE), surface potential difference (SPD) and water contact angles. 
These tools are described in that report and are illustrated in Fig. 3. The 
approach on this project was to try the first three of these techniques for 
the unpainted and painted surfaces of A1 2219-T37. 

Painted aluminum received from NASA was cut into 1’ x l' panels. 
These panels were divided into a grid by pencil, then each grid area was 
contaminated by one of the contaminants listed in Table 2. The contamination 
was then removed to varying degrees by wiping with dry Kimwipe tissue or with 
tissue saturated with TMC. 

After controlled contamination, the panels were mapped with the sur- 
face techniques to identify the contamination position and level. These 
panels were then tested for adhesion properties in three ways. A Scotch pres 
sure-sensitive tape was bonded to the panels and the 180® peel test per- 
formed. In the case of controlled contamination of surface treated but 
unpainted panels, the panel was painted with Desota 513-707 epo)^ primer that 
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i%^) Schematic diagram of the ellipsometer. (b) Schematic 
diagram of electrical circuit for measuring photoemission, 
(c) Schematic diagram of electrical circuit for measuring 
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was embedded with a screen material to act as a backing scrim. This paint and 
scrim was cut in strips for peel testing the various regions. In the case of 
painted panels, they were bonded to clean panels with two part polyurethane 
foam. This polyurethane material was supplied by CPR Division of the Upjohn 
company (I30NATE CPR 483) and was represented as having the closest bonding 
properties to the CPR 488 used on the ET; however, it could be applied by 
simply mixing and pouring, rather than spraying. 

The purpose of the adhesion studies is to identify the levels of con- 
tamination that significantly degrade the bond and therefore must be cleaned. 
The intensity of the inspection signal, revealed by the contamination map, can 
then be determined and used to discriminate between areas that should be 
cleaned and those that do not need to be cleaned. 

Once the detection technique has been established and the 
accept/reject signal level determined, it is only a matter of automatically 
scanning the tanks to produce a map of the surface that reveals those areas 
that must be cleaned. Remapping after cleaning will reveal if the cleaning 
has been adequate. 


Table 2. List of Contaminants 


1 part RTV Silicone 

RTV 102 (GE) 

2 Part RTV Silicone 

RTV 655A and B 

Foam application components 
7344 Resin and 7119 Catalyst 

CPR 488A and B 

Hydrocarbon greases 

3-in-l oil, lube grease 

Engine Exhaust 


Kraft paper residues 


Cotton glove smear 


Fingerprints 
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!• Sensitivity of Surface Tools 

Figure 4 shows the signal level from three surface tools, ellipsom- 
etry, PEE and SPD, as a function of contamination with RTV 102 silicone. The 
contamination was then wiped with a tissue saturated, with tetrahydrofurane 
(THF), twice. The ellipsometer and PEE showed a significant change in signal 
between the clean surface and the contaminated surface, and both returned to 
approximately the clean value on cleaning with THF. The SPD was insensitive 
to contamination on epo)V paint. 

1.1 P^ 

1.1.1 Exposure to UV Light 

A key discovery that contributed to the success of the project was 
that epoxy paints are photoelectron emitting and that emission is strongly 
attenuated by most contamination species. However, photoemission with 2500A 
UV light is not constant with time; initial exposure produces a peak current 
which quickly decays under the lamp. Figure 5 shows the PEE current as . 
paint surface was swept past the detector. PEE increases to about 0.027 nA in 
0.15 s and remains there as the surface moves about 13 cm. At 13 cm the 
motion was stopped; the current decayed rapidly at first, then slowed with 
time. A plot of the natural logarithm of the PEE current vs Ln (t + 0.23) is 
shown in the insert of Fig, 5. The PEE current decay of epo)^ paint, on 
exposure to the UV light, follows the equation 

I = 5.1 (T + 0.235)"^^^ (1) 

represented by the straight line of the Fig. 5 insert. The curve at the right 
of Fig. 5 shows another scan over the same paint surface after turning off the 
UV light for 1.5 hrs. The current for the 13 cm traverse is slightly lower 
and drops to the decay value of the previous exposure in the position of long 
exposure. Scans after 6 hrs and 168 hrs were about the same, indicating no 
recovery of photoemission with time. 


8 

C/2644A/cb 




PEE current during scan (2 ± 4.7 sec) and after stopping 
on one position. The inset is a plot of In PEE vs 
In (t + .23). 





Rockwell International 

Science Center 


SC5252.8FR 

The PEE decay with UV exposure does not affect its use for rapid 
scanning for contamination, but must be considered if the surface is ex- 
posed. It will be shown later that exposure does not degrade the bondability, 
in fact exposure can be used to decontaminate the surface. 


1.1.2 Photoelectron Attenuation 

Attenuation of electrons follows an exponential law^ 


where I is the PEE current for contamination thickness x and Iq ^s PEE at 
X = 0. The attenuation index is \ and the reduced contamination thickness is 
x/X. 

To establish a quantitative measure of contamination thickness, an 
experiment has been performed to measure X. An aluminum foil was bonded to a 
flat surface and cleaned with TMC. Aluminum foil was used to measure X 
because of its high PEE current and its well known optical properties for 
ellipsometry. RTV 102 contamination was put on the A1 foil by placing a 
Kimwipe tissue (saturated with a 1% RTV 102/TMC solution) on the foil and 
allowing the solvent to evaporate. The deposited silicone contamination was 
then smeared uniformly over the surface with a clean dry tissue. To obtain 
different contamination thickness, the surface was wiped with a dry tissue a 
number of times, then with a TMC saturated tissue a number of times. 

Table 3 gives the experimental data for a and t|; (ellipsometric param- 
eters), SPD (surface potential difference) and PEE (photoelectron emission). 
The last column in Table 3 gives the contamination thickness calculated from 
the ellipsometric data. Calculation of the attenuation index from 

X = x/tn (Iq/I) 


yields 
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Table 3. Determination of the Electron Attenuation Index 


El lipsometry 

A1 Foil Contamination 

4 (deg) 

t (deg) 

SPD 

(volts) 

PEE 

(nA) 

Thickness 

(A) 

Smear with 1 % RTV 102 in TMC 

54.8 

55.7 

1.00 

0.2 

240 

1st wipe with dry tissue 

66.4 

47.9 

1.17 

0.4 

196 

2nd wipe with dry tissue 

106.6 

43.8 

1.00 

0.8 

152 

3rd wipe with dry tissue 

98.8 

42.6 

1.10 

11.0 

174 

4th wipe with dry tissue 

114.0 

38.6 

1.07 

3.4 

60 

5th wipe with dry tissue 

116.4 

39.2 

1.24 

5.2 

42 

6th wipe with dry tissue 

122.0 

39.2 

0.96 

9.0 

0 

X 

= X/tn Iq/I 

= 63A 





Table 4. Surface Properties of Contaminated Painted Aluminum 


El lipsometry 


Paint contamination 

A (deg) 

(deg) 

~SPD — 
( vol ts) 

TET"'" 

(nA) 

(deg) 

Thickness 

(A) 

Smeared with 1 % 

6.4 

24.2 

0.55 

0.0 

105 

93 

RTV 102 in 







1st dry tissue wipe 

8.8 

21.3 

0.70 

0.0 

105 

135 

2nd dry tissue wipe 

8.4 

21.2 

0.55 

0.0 

105 

128 

3rd TMC tissue wipe 

4.0 

19.2 

0.89 

0.8 

92 

52 

4th TMC tissue wipe 

0.8 

18.7 

- 

1.8 

- 

0 

5th TMC tissue wipe 

1.2 

19.0 

1.1 

1.8 

88 

0 
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A plot of PEE vs contamination thickness is given in Fig. 6. The theoretical 
curve was calculated from 

I = e"^^^ 

where 

= q nA and \ = 63A 

A similar experiment was performed on a painted aluminum panel from 
NASA. The data are given in Table 4 and plotted in Fig. 7. These results 
allow us to estimate the contamination thickness from the measured PEE values 
of reduced thickness. 

1.1.3 Effect of Distance from Probe 

The PEE current should decrease as the probe is moved away from the 
surface. This is due to a decrease in light intensity beneath the collector 
and a decrease in the electric field between the surface and the collector. 
Figure 8 shows the PEE decrease with distance for one of our probes. 

1.1.4 Effect of Scan Speed 

The prototype PEE sensor will scan an area 9" wide. If the ET tank 
is 28' diameter and 154' high, and scanning is top to bottom, approximately 
117 scans are needed to cover the entire tank. Most of the tests in this 
report were performed at 0.17 ft/s. Increasing the scan speed from 0.3 ft/s 
to 0.44 ft/s decreased the PEE signal from 1.6 nA to 0.9 nA. At 0.44 ft/s a 
scan from top to bottom takes about 6 min. At this speed it will take about 
11 hrs to scan the whole tank. When the prototype sensor is complete, a check 
on scan speed will be made. It is anticipated that speeds of 1 ft/s will give 
sufficient sensitivity and will reduce the scan time to about 5 hrs. Of 
course this can be decreased by operating more than one detector or increasing 
the size of the detector. 
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1 ^ ® Effect of Sanding the Paint 

Preparation of the ET calls for a light sand of the white epo>y top 
coat. Unsanded paint gave a PEE current of 0.045 nA, light sanding reduced 
this to 0.035 nA, heavy sanding reduced it to 0.025 nA. Cleaning the heavy 
sanded area with TMC increased the PEE to 0.0935 nA. Sanding should not 
interfere with the inspection technique if the instrument is calibrated with 
the painted surface in the clean sanded state. All of the tests in this 
report are for unsanded panels. 

1.2 Ellipsometry 

The Off NULL ellipsometric technique is described in detail in 
Ref. 2. The ellipsometer is nulled in the control area of the painted sur- 
face, so that a contaminated area shifts off null, increasing the light 
intensity to the photodetector. The thickness of the contamination in Table 3 
was estimated from the A and values from standard ellipsometry, The sensi- 
tivity of ellipsometry to silicone on aluminum is high, A changes by 67® for a 
change of 240A; this is because the index of refraction of the silicone is so 
different from that of the aluminum. On the other hand, the optical proper- 
ties of the paint are close to those of the silicone, so that the sensitivity 
is greatly reduced, a changes by about 8“ for a 135A change in silicone 
thickness on paint. However, as will be seen, this sensitivity is adequate 
for detecting silicone contamination epo)^ paint. 

1.3 Surface Potential Difference (SPD) 

Tables 3 and 4 plus SPD maps, shown later, indicate that SPD is very 
insensitive to contamination on p^iinted surfaces. 

1.4 Water Contact AngTa 

Table 4 records the water contact angle on clean and contaminated 
epoJO' painted surfaces. The clean epo)V has a contact angle of about SS®, the 
contaminated surfaces have a contact angle of about 105®. Figure 7 shows how 
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the jct angle Increases, then levels off with Increased contamination 
thict t.v.'ss. The sensitivity Is rather high but requires accurate, automated 
contact angle measurements to be useful for tank Inspection. 


2 . Correlation between Contamination Detection and Bond Strength 

The adhesion (\ropertles of the A1 2219-T37 after surface preparation 
for painting and after painting for foam application have been measured as a 
function of contamination. The adhesion properties have been measured three 
different ways. First, after controlled contamination and mapping, strips of 
Scotch masking tape (1/2" wide) were pressed onto the panel such as to cross 
the various contamination regions. These strips were then peeled from the 
surface at 180° with an Instron tensile tester. Second, the paint or polyure- 
thane foam was applied with a screen embedded as backing to give strength for 
a peel test. The paint or foam was peeled In 90° or 180° peel. Third, con- 
taminated panels were bonded to uncontaminated panels with two part poly- 
urethane. The bonded panels were cut Into lt?p shear test specimens, so that 
each specimen represented a particular contaminant and contamination level, 

The lap shear specimens were tested to failure and the shear strength recorded. 
The mode of failure was also recorded. 


2.1 Epo)^ Painted A1 2219-T37 

2»1'1 Scotch Tape Peel 

An epojy painted panel from NASA was contaminated with silicon RTV 102 
as follows: the silicone RTV 102 was dissolved In THF (tetrahydrofurane) , then 
diluted to make four contamination levels. Pure THF was used for zero contam- 
ination, 1 part contaminated solution was added to 3 parts THF to get 0.25 
level, 2 parts were added to THF to get 0.5 level and undiluted solution was 
used for level 1. A tissue paper was saturated with each of the contamination 
level solutions and wiped onto 4 regions of the paintej panel. Figure 9a 
shows the photoelectron emission (PEE) as a function of the contamination 
level. PEE drops dramatically, and levels off at a low value between con- 
tamination level 0.5 to 1.0. The curve In Fig. 9b shows the effect of the 
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contami nation on the peel force for j,tr1pp1ng adhesive tape at a speed of 
4'7m1n at 180° peel. The peel force follows a curve similar to the PEE curve, 
in fact Fig. 10 shows that the peel force is almost directly proportional to 
the PEE, That is, the adhesive strength of the paint surface can be predicted 
by measuring the PEE. 

An epo)y (Bostik 443-3-1) painted panel (1* x 1') was contaminated 
with RTV 102 silicone dissolved in THF, After spraying the contaminant on, 
the surface was masked such that strips 1" wide could be wiped with tissue 
saturated with pure THF. By using the same tissue for each 1" stnp, the 
level of contamination increased from one side of the panel to the other. A 
1" strip at one edge was not contaminated to provide a control. Figure 11 is 
the PEE map of the contaminated panel. The high PEE currents at the far end 
of the panel corresponds to the clean control strip. The PEE current drops to 
0.0036 nA in the high contamination region. 

Scotch Tape was bonded along the contamination strips at the posi- 
tions indicated by the arrows in Fig. 12 (panel is turned around with respect 
to Fig. 11). The peel forces to remove the tape in 180“ peel are also 
indicated in Fig. 12. The peel force of clean paint is about the same as 
recorded in Fig. 1 (i.e., 650 g/cm) and decreases to 4 g/cm for the heavily 
contaminated region. The sharp ridges in the low contamination region of 
Fig. 12 (front of panel) are not caused by contamination, but are due to 
scratches used to separate the contamination strips. 

Rather than use Scotch Tape, Polyurethane PR 365 was spread over a 
contaminated panel, and a layer of fibP'^glas cloth was embedded to give a 
strong backing for the peel test. The PR 365 was cured overnight at 80“C, 
producing a tough rubbery adhesive. Table 5 shows that the polyurethane 
adheres very strongly to the paint if it is clean. Either the urethane-glass 
scrim tape breaks or failure occurs cohesively in the polyurethane. At 
contamination levels of 0.01 and 0.05 for RTV 655 silicone, adhesion is strong 
(9 kg/cm) with cohesive failure. At contamination levels >0.1, failure 
becomes adhesive at the contaminated paint surface and the peel strength drops 
to 1-2 kg/cm. 
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Table 5. Effect of RTV 655 Silicone Contamination on the Peel 
Strength of Polyuret*'ane Bonded to Epoxy Paint on 
Aluminum from NASA 



Sample 

Contamination 

Level 

Peel Strength 
(kg/cm) 

Failure* 

Mode 

4-3-1 

as received 

0 

Tape Breaks 

C 

4-3-12 

cleaned with THF 

0 

M 

C 

4-3-3 

II 

? 

6 

C 

4-3-10 


0.01 

8 

C/A 

4-3-8 


0.05 

8 

C 

4-3-6 


0.1 

1.2 

A 

4-3-4 


0.5 

- 

A 

4-3-2 


1.0 

2 

C/A 


* Cohesive Failure - C 


Adhesive Failure - A 


Painted panels (!' x 1*) from NASA were divided into 12 regions, as 
in Fig. 13. The lower regions were left uncontaminated as a control. The 
other regions were contaminated with fingerprints, masking tape residue, 3-in- 
1 oil, lubricating grease, cotton glove smudge, Kraft paper smudge, RTV 102, 
RTV 655 and automobile engine exhaust. The fingerprint area was contaminated 
by rubbing the fingers over the forehead and then on the panel, masking tape 
was stuck to the panel and then removed, RTV 655 was a mix of part A and B 
dissolved in TMC to make a IIS solution, as for the other contaminants. The 
region identified as car exhaust, was held for 30 s, 1 ft from the exhaust 
pipe. 

Figure 14 shows a PEE map of the panel represented in Fig. 13. A 
reduced thickness map is given in Fig. 15. The maximum reduced thickness 
(i.e., x/A) is 1.66, so that the maximum contamination thickness is 
1.66 X 63 = ,105A. Figure 15 reveals very little contamination in the control 
area, the masking tape residue area, the cotton glove and Kraft paper smudge 
areas and the car exhaust area. The fingerprint, 3-in-l oil, lube grease, and 
silicone regions are strongly revealed. 
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After mapping the panel, half of each area (0.5" wide) was bonded 
with 3M masking tape and the other half (0.5" wide) was bonded with PR-365 
polyurethane one part adhesive. A fiberglas cloth scrim was embedded in the 
PR-365 for backing strength. The PR-365 was approximately 1/16" thick. The 
tape and PR-365 strips were cut with an Exacto knife and pulled in 180“ peel 
at 4"/min. The peel forces for the Scotch masking tape are indicated in 
Fig. 15. The control area, the masking tape residue, 3-in-l oil, Kraft paper 
and car exhaust areas failed between 490 and 551 g/cm. The cotton glove 
smudge area failed at 433 g/cm, the lube grease area at 393 g/cm, the finger- 
print area at 299 g/cm and the silicone areas <10 g/cm. The PR 365 formed 
strong bonds (>4.3 to 5.1 Kg/cm) with all except the silicone areas, where the 
peel strength was about 0.3 Kg/cm. The bond strength in areas other than sil- 
icone contamination is actually greater than 4.3 to 5.1 Kg/cm because failure 
was at the glass scrim rather than the paint interface. The silicone contami- 
nated regions failed at the paint-adhesive interface. 

Although PEE is the most simple and efficient means for contamination 
detection. Fig. 16 shows that eHipsonietry can detect silicones on paint. 

Ellipsometry is not very sensitive to the other types of contamination because 
the optical properties of the contamination and the paint are too close. 

Figure 17 shows that surface potential difference (SPD) measurements are very 
insensitive to all types of contamination on paint. 

2.1.2 Tape Peel and Lap Shear Tests 

Panels of epoJO' painted A1 2219-T37, from NASA, were divided into 1" 
strips, as shown at the left of Fig. 18. Various contaminants were smeared on 
the different areas after wrapping Kimwipes around an aluminum block (1" wide) 
and soaking in the contaminant. For example, the top left quarter of the 
panel in Fig. 18, was smeared with CPR 483 foam component B. The strip marked 
1 TMC wipe, was wiped once with a clean Kimwipe soaked with clean TMC. The 
strip marked 2 TMC wipe was wiped twice, each time with clean TMC soaked 
Kimwipe, etc. 
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NULL ELLIPS 15 APR 80 

flASA/SI PANEL I 2 
UARIOUS CONTAMINATION 

MIN =-.2440E 03 UNITS 
MAX = .1549E 04 UNITS 
AUEPAGE= .1301E 03 UNITS 
STD DEUIATION = .2735E 03 UNITS 



Fig. 16 An OFF NULL ellipsometric map of panel. 
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SPD 


15 APR 80 


MASA/SI PAHEL # 2 
UARIOUS COKTAHINAHTS 

HIM = .4949E 00 UOLTS 
MAX = .6738E 80 UOLTS 
AUERAGE= .6269E 00 MOLTS 
STD DEUIATIOH = .2844E-01 UOLTS 



F1g. 17 An SPD map of the contaminated panel. 
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The PEE map at the right of F1g. 18 indicates that RTV 6558 atten- 
uates the PEE electrons as does RTV 655A and CPR 483A. Wiping with TMC soaked 
Kimwipes, removes the contaminants and allows the PEE current to flow. The 
CPR 4838 component is photoemitting, 

The corresponding reduced thickness map is shown in Fig. 19, the low 
regions being clean and the high regions being contaminated. Figure 20 is a 
NULL Ellipsometer map. The RTV 655A and 8 are strongly revealed, the CPR foam 
components are not. 

Table 6 lists the contamination levels and the corresponding Scotch 
Tape peel force, and the lap shear strength in columns 1, 2 and 3. In column 
4 the lap shear failure modes are given. The lap shear samples were made by 
cutting 1" X 6" specimens from the bonded panels, then cutting each side to 
the bond line one half inch apart. After lap shear testing, one of the bonded 
ends was split by driving a chisel into the bond line. Column 5 gives the 
failure mode i*or the split joints. The average values of the PEE in each 
regio'- are recorded in eolumn 6. The code for the failure modes is given at 
the bottom of the tables. For example the lap shear joint for 1 TMC wipe of 
the CPR 4838 (top left) failed adhesively at the aluminum-primer interface 
with some cohesive failure in the primer. The split part failed cohesively in 
the primer with some adhesive failure at the foam paint interface. 

Figure 21 shows plots of Scotch Tape peel force (dashed lines), lap 
shear strength (solid lines) and the average PEE current (line-dash-line) that 
correspond to Figure 18, 19 and 20, and Table 6. The left hand ordinate 
values are for the Scotch Tape peel test in units of g/cm, and the lap shear 
test in units of Kg/cn^. The right hand ordinates are for PEE in units of 
nanoamps. In each case the contamination drastically degrades the adhesion 
and more than two wipes with TMC soaked Kimwipe restores the adhesion to 
better than the as-received condition. There is a fair correlation between 
the Scotch Tape peel test and the lap shear tests for the polyurethane foam 
joints. 


If the PEE acceptance window was 0.2-0. 7 nanoamps, the cleaned areas 
would be accepted and the contaminated areas rejected in each case. 
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Fig, 19 Reduced thickness map. 
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Plots of peel force (dashed line) and lap shear strength 
(solid line) on left ordinate^ and PEE values (line-dash-line) 
on right ordinates vs contamination and cleaning. 
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Figure 22 shows a PEE map for a painted panel contaminated with 7344 
resin and 7119 catalyst, RTV 102 silicone, RTV 655 silicone and light oil. As 
for the CPR 384 part B, the 7119 catalyst Is photoemitting, the rest of the 
contamination Is electron attenuating. Figure 23 Is a reduced thickness 
map. The photoemitting catalyst appears as a negative thickness on this 
map. Figure 24 Is an elHpsometrlc map and only reveals the RTV 655 and 7344 
resin. 


The results In Table 7 are plotted In Fig. 25. The as-received 
region (lower right) yielded strong adhesion and high (clean) PEE values. On 
this panel, step 2 (along each ordinate) was 1 wipe with a dry Kimwipe, except 
for 2' (top left plot TMC Kimwipe). In each case the contamination greatly 
degraded adhesion, a dry wipe was Inadequate but TMC clean produced strong 
adhesion. There are a couple of anomolous results In Fig. 25, the oil 
contamination degrades the Scotch Tape peel force but not the polyurethane 
foam strength. The TMC-cleaned oil gave an unexpected low PEE value. A 
recheck of oil showed that cleaning with TMC did not Increase PEE. 

In each case an acceptance PEE window of 0.2-0. 7 nA would accept the 
clean (strong adhesion) area and reject the contaminated (low adhesion) 
areas. 


2.1.3 New Epo)^ Paint (Peseta 616-346) 

To demonstrate that the new epo>^ paint (Desota 515-345, more 
chromates) behaves the same as the older formulation with respect to PEE and 
contamination detection and bonding, panels with this paint were obtained from 
NASA. 

Figure 26 shows a PEE map for a painted panel contaminated with 
RTV 655B, oil, RTV 655 cured and cotton glove smear. The cotton glove had 
been rubbed over a cured RTV 655 area. Figure 27 shows the reduced thickness 
map, and Fig. 28 shows a different angle of the reduced thickness map to get a 
side view. Figure 29 Is sn elHpsometrlc map which only reveals RTV 655 as 
before, particularly If cured. 
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Fig. 23 Reduced thickness map. 
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F1g. 27 Reduced thickness map. 



Reduced thickness map (side view). 












Fig. 29 Ell ipsome trie map. 
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Figure 30 shows plots from Table 8. The cotton glove does not 
degrade the adhesion after handling cured RT 655 although cured RTV 655 
does. The oil degrades the adhesion but the surface Is restored with a dry or 
TMC wipe. The PEE for oil contamination Is ambiguous, perhaps due to non- 
uniform contamination. The oil Is checked as a special case later. 

Again, the PEE acceptance window accepts clean surfaces and rejects 
contaminated surfaces. 

2.2 Unpainted A1 2219-T37 

Although emphasis has been placed on the detection of contamination 
on painted surfaces, some work has been done to establish the detection tech- 
nique for contamination on the aluminum surface after preparation for painting 
but prior to painting. 

2.2.1 Tape Peel and Lap Shear Tests 

Two panels (6" x 12") of A1 2219-T37 were given the surface treatment 
In Table 1, In preparation for painting, then contaminated In the unpainted 
condition. In this case 10« solutions of the contaminant In TMC were used, 
except for RTV 102 which was a 5% solution. Figure 31 shows a PEE map of 
these panels side by side. Figure 32 shows the reduced thickness map and 
Figure 33 gives a side view of the reduced thickness map. Figure 34 shows an 
elllpsometric map of the panel. The elllpsometer map shows all of the contam- 
inants In this case, because the optical properties of the unpainted metal are 
sufficiently different from the contamination. 

Figure 35 shows plots of adhesion strength contamination and 
cleaning for the unpainted panel from Table 9. In this case Desota epo>^ 
paint was painted on the contaminated panel and a wire scrim was embedded for 
backing. A 90° peel test was performed to test paint adhesion. The paint was 
cured at room temperature for 48 hrs, then heated to 83°C for 10 min. The 
painted surface was cut In strips with an Exacto knife for peel tests. For 
the unpainted aluminum, the correlation between the Scotch Tape peel test and 
the paint peel test Is excellent. 
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Plots of peel force {dashed line) and lap shear strength 
(solid line) on left ordinates and PEE values (line-dash-line) 
on right ordinates vs contamination and cleaning. 
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Fig. 33 Reduced thickness map (side view). 
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Fig. 34 Ellipsometric map. 
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The oil had only a small effect on the peel strength, but in this 
case was strongly detected by PEE. Surprisingly, the oil and fingerprints 
gave exceptionally high peel strength as compared to uncontaminated areas. 

RTV 102, RTV 655A and B and A-B mixed degraded the paint adhesion dramati- 
cally. A dry wipe does not help (except for fingerprints) whereas TMC clean 
restores adhesion strength. 

The PEE window is different for the unpainted panel because of 
greater emission yield. PEE values >0.4 nA reveal areas of acceptable 
adhesion; below this value, the surface should be cleaned. 

3. Correlation Between Contamination, Detection and Humidity Endurance 

To prepare wedge test samples for humidity endurance, two-part foam- 
ing urethane (CPR 483) was mixed and poured onto a NASA painted (Bostik 
443-3-1) r X r panel. The mixture was spread evenly over the surface and 
another panel was placed on top. To prevent too much foaming, the mating 
panels were placed in a press and pressure was applied for 1/2 hr. After 
allowing the urethane to cure, the panel was cut into wedge specimens 1" x 6". 
One end of the specimen was split open by forcing a 1/8" wedge into the glue 
line. The initial crack length was recorded and the specimens were placed in 
a humidity chamber set for 60°C and 100% RH. The crack extension was recorded 
after 15 min, after 1 hr and after 16 hrs. The specimens were then split open. 

Table 10 lists the type of contamination and level, increasing in the 
order 1, 2 and 3, in the left column. The next column lists the initial crack 
length for wedge insertion under dry conditions. Column 3 lists the crack 
extension after 15 min of humidity exposure, column 4 after 1 hr and column 5 
after 16 hrs. The next three columns identify the mode of failure, cohesive 
(C), adhesive (A) or mixed (C/A) , during the initial crack formation 
(Initial), during crack extension in the humidity-chamber (RH) and during 
final splitting (Final). 

Except for the RTV 102 set, which split completely, the control 
(uncontaminated) specimens averaged 2.5 ± 0.4 inches initially and opened to 
3.3 + 0.2 in. in 15 min. They only opened about 0.1 inches in 16 hrs. The 
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Table 10. Effect of Humidity on Contaminated Bond Joints 
NASA/SI Panel #4 


Crack Length 



15 

min 

1 

hr 

“T6 

hrs 

Ihitia 

RH 

“TinaT 

RTV 655/A 
Control 

2.1 

3.1 

3.2 

3.2 

C 

A 

C 

Level 1 

2.3 

2.7 

2.8 

3.2 

C 

C 

A 

2 

>5 




A 



3 

>5 




A 

A 

A 

Lube Grease 








Control 

2.9 

3.3 

3.4 

3.4 

C/A 

A 

A 

Level 1 

2.6 

3.1 

3.2 

3.2 

C 

C 

C/A 

2 

2.9 

3.0 

3.0 

3.0 

C 

C 

A 

3 

2.3 

3.4 

3.7 

3.7 

C 

C 

C/A 

3-in-l oil 
Control 

2.8 

3.5 

3.6 

3.6 

C 

A 

A 

Level 1 

3.1 

3.6 

3.6 

3.6 

C 

C 

C/A 

2 

2.1 

2.3 

2.4 

2.4 



3 

2.6 

3.6 

3.7 

3.7 

C 

C 

C/A 

RTV-102 

Control 

>5 




C/A 



Level 1 

3.2 

2.9 

4.0 

4.0 

C/A 

C/A 

C/A 

2 

>5 




A 

3 

>5 




A 



Fingerprint 

Control 

2.1 

2.9 

3.0 


C/A 

A 

A 

Level 1 

2.5 

3.5 

3.6 

3.6 

C 

C 

C 

2 

2.5 

3.2 

3.3 

3.3 

C 

C 

C 

3 

1.9 

2.9 

3.0 

3.0 

C 

C 

C 

RTV 655 
Control 

2.6 

3.6 

3.7 


C/A 

A 

A 

Level 1 

3.4 

3.8 

3.9 

3.9 

C 

C 

C 

2 

3.7 

4.1 

4.2 

4.2 

C 

C 

A/C 

3 

>5 




A 
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uncontaminated control samples failed cohesively or mixed during initial wedge 
insertion and adhesively at the paint-urethane interface while in the humidity 
chamber. 

The surprising observation is that contamination shifted failure from 
adhesive type to cohesive type, with very little crack growth in any case. It 
appears that the polyurethane-epo>y paint bond is very insensitive to humid 
degradation. To check this further, urethane foam components v,-ere mixed and 
pour'ed onto a painted panel that had been contain! nat.d with fingerprints, lube 
grease, 3 in 1 oil, RTV 102, RTV 655 and R. ' d55A. All of these contaminants 
(except fingerprints) were dissolved in tm; to make a 1% solution. PEE 
mapping revealed the contamination in every case. A wire screen was embedded 
to provide a backing for peel tests. The foam was cut into strips on the 
surface. With these low contamination levels none of the strips would peel, 
i.e., all strips failed by breaking the scrim. This panel was placed in water 
for three days. After the water soak, it was still not possible to separate 
the foam from the paint by the scrim or by scraping, chiseling, etc. 

The Prototype Sensor 

The prototype sensor is designed for mounting on the ET elevator for 
computer controlled scanning. The digital readout of the electrometer indi- 
cates whether the surface is contaminated or not, and a red light will come on 
if contamination is present. The prototype instrument and instructions for 
its use will be forwarded prior to Aug. 12. 
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It is concluded that the PEE technique should be excellent for the 
nondestructive detection of contamination on either the unpainted or painted 
(epoxy) surfaces of the ET or SRB. Ellipsometry could be used for most con- 
tamination on unpainted aluminum but is restricted to silicone contamination 
on painted surfaces. The surface potential difference (SPD) technique is very 
poor for contamination detection on painted surfaces. 
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